
MethoCult™ Media 
 for Performing Hematopoietic

Colony-Forming Unit (CFU) Assays

Scientists Helping Scientists™   |    WWW.STEMCELL.COM        CATALOG #28790   VERSION  2.0.0   JULY 2015

TOLL FREE PHONE  1 800 667 0322   •   PHONE  +1 604 877 0713   •   INFO@STEMCELL.COM   •   TECHSUPPORT@STEMCELL.COM  

FOR GLOBAL CONTACT DETAILS VISIT OUR WEBSITE

FOR RESEARCH USE ONLY. NOT INTENDED FOR HUMAN OR ANIMAL DIAGNOSTIC OR THERAPEUTIC USES.   
STEMCELL TECHNOLOGIES INC.’S QUALITY MANAGEMENT SYSTEM IS CERTIFIED TO ISO 13485 MEDICAL DEVICE STANDARDS.

The colony-forming cell (CFC) or colony-forming unit (CFU) assay is an in vitro functional assay for enumerating multipotential and lineage-committed 
hematopoietic progenitor cells (HPCs) in bone marrow, blood and other hematopoietic tissues. The CFU assay allows researchers to enumerate 
erythroid (CFU-E and BFU-E), granulocyte/macrophage (CFU-GM, CFU-G and CFU-M) and multilineage (CFU-GEMM) progenitor cells, as cells 
of different lineages and maturity produce colonies that differ in size, morphology and cellular composition. Each colony is derived from a single 
progenitor cell or CFU.

MethoCult™ is a line of methylcellulose-based media formulated to promote the optimal growth and differentiation of HPCs from various species 
(humans, mice and rats). MethoCult™ media is a key component of standardized hematopoietic CFU assays. Pair MethoCult™ with SmartDish™ 
meniscus-free cultureware and STEMgrid™-6 for more accurate manual colony counting or perform automated counts of CFU assays in SmartDish™ 
cultureware with the STEMvision™ instrument. For those interested in improving their skills when performing the CFU assay, proficiency testing 
programs, quality control kits and training courses are available.

The CFU Assay

Prepare Cells

• Red blood cells (RBCs) should be removed from samples prior to performing a CFU assay:

• For mouse samples use ammonium chloride

• For fresh human samples use HetaSep™

• ErythroClear™ can be used to remove RBCs from multiple small samples of fresh 
 or frozen cord blood

• Progenitors can be enriched with EasySep™, StemSep™, RosetteSep™ or FACS

• Prepare a cell suspension that is 10X the final plating concentration 
(e.g. 2 x 105 cells/mL for 2 x 104 cells/dish) by diluting with Iscove’s MDM + 2% FBS 
Note: A 10X cell concentration should only be used if adding 300 μL of cells to 3.0 mL of MethoCult™ 
for duplicate dishes or 400 μL of cells to 4.0 mL of MethoCult™ for triplicate dishes

Add Cells to MethoCult™ Medium

• Vortex tube to mix contents thoroughly

• Let stand for at least five minutes to allow bubbles to rise to the top

Plate and Incubate

• Dispense MethoCult™ mixture into dishes for methylcellulose-based cultures using a blunt-end needle 
attached to a syringe

• Plating in meniscus-free SmartDish™ 6-well culture plates will improve the accuracy of colony counting

• Place the culture dishes in a large outer dish containing uncovered 35 mm dishes filled with sterile water 
to maintain proper humidity of MethoCult™ medium

• Incubate human cells for 7-14 days and mouse cells for 7-12 days in a humidified incubator at 37°C 
and 5% CO2

Count Colonies

• Manually, on an inverted microscope using SmartDish™ plates with STEMgrid™-6 attached

• Automatically, using a STEMvision™ instrument for imaging and counting CFU assays of human 
hematopoietic cells or mouse bone marrow

STEP 1

STEP 2

STEP 3

STEP 4

CFU-GEMM: colony-forming unit - granulocyte, erythrocyte, macrophage, megakaryocyte; BFU-E: burst-forming unit - erythroid; CFU-G: colony-forming 
unit - granulocyte; CFU-M: colony-forming unit - macrophage; CFU-GM: colony-forming unit - granulocyte, macrophage.
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For detailed instructions, refer to our Technical 
Manuals for Human (Catalog #28404) and Mouse 
(Catalog #28405) Colony-Forming Unit (CFU) Assays 
Using MethoCult™

PRODUCT CATALOG #

Human Bone Marrow Proficiency Testing Program 00602

Frozen Cord Blood Proficiency Testing Program 00608

Human Bone Marrow Quality Control Kit 00650

Human Cord Blood Quality Control Kit 00651

Hematopoietic Progenitor Assay Training Course 00215

Training Resources for the Hematopoietic CFU Assay

Visit www.stemcell.com/education for more information.

Magnification: 10X

STEP 1 - CELL SOURCING & ISOLATION

Primary Cells
Fresh or frozen human blood 
and bone marrow

Ammonium Chloride Solution* 07800/07850

Lymphoprep™* 07861

HetaSep™* 07806/07906

ErythroClear™* 01738/01739

EasySep™*
Immunomagnetic positive 
selection or enrichment

RosetteSep™* Immunodensity enrichment 

Iscove’s MDM + 2% FBS 07700

MethoCult™ Cell Wash Medium** 87700

STEP 2 - CULTURE OF HPCs

MethoCult™ Express 04437/04447**

MethoCult™ Optimum 04034/04044**

MethoCult™ Optimum without EPO 04035/04045**

MethoCult™ Enriched 04435/04445**

MethoCult™ Enriched without EPO 04535/04545**

MethoCult™ GF M3434 03434/03444

MethoCult™ GF M3534 03534

MethoCult™ SF M3436 03436

Syringes 28230/28240

Blunt-End Needles 28110/28120

SmartDish™ 6-Well Plates 27301/27302

35 mm Culture Dishes 27100/27150

Large Outer Dishes 27140/27141

STEP 3 - ANALYSIS

STEMvision™ Instrument 22000

STEMgrid™-6 Detachable Grid 27000

Gridded Scoring Dishes 27500

Hematopoietic Colony Compass App App Store or Google Play

EPO: Erythropoietin

* Optional. Use of these reagents is dependent on institution’s protocol for processing samples

** CE marked formulations also available for in vitro diagnostic use in the European Union (EU)

EasySepTM Magnet

MethoCultTM Media in 
Tube or Bottle Formats

SmartDish™ 6-Well Plates

STEMvisionTM Instrument

STEP 1

STEP 2

STEP 3

STEP 4

Progenitor DescriPtion of colonies DeriVeD  
froM Progenitors

cell source  
Differences colonies

cfu-geMM
(colony-forming 
unit-granulocyte, 
erythroid, 
macrophage, 
megakaryocyte)

•	 A colony containing both erythroid (hemoglobinized) cells 
and 20 or more non-erythroid (not hemoglobinized) cells, i.e. 
granulocytes, macrophages and/or megakaryocytes

•	 Typically has erythroid cells in the center and non-erythroid cells 
around the periphery, but non-erythroid cells can be concentrated 
on one side of the erythroid cells

•	 Colonies derived from CFU-GEMM are usually larger than colonies 
derived from CFU-GM or BFU-E

•	 Relatively infrequent in most cell samples (typically <10% of total 
colonies)

The frequency tends 
to be higher in cord 
blood and mobilized 
peripheral blood than 
in bone marrow, but 
variation between 
samples can be large

cfu-gM
(colony-forming 
unit-granulocyte, 
macrophage)

•	 A colony containing more than 20 granulocytes and/or 
macrophages

•	 Does not appear red or brown (i.e. cells are not hemoglobinized)

•	 Individual cells can usually be distinguished, in particular at the 
edge of the colony

•	 Large colonies may have one or more dense dark cores

•	 Does not require erythropoietin (EPO) for growth and 
differentiation

Are generally larger in 
cord blood samples 
than in bone marrow 
or (mobilized) 
peripheral blood

Bfu-e
(Burst-forming  
unit-erythroid)

•	 A colony containing more than 200 erythroblasts in single or 
multiple clusters

•	 Appears red or brown as the cells are hemoglobinized

•	 Difficult to distinguish individual cells within each cluster

•	 Develops in medium containing EPO and other cytokines, in 
particular interleukin-3 (IL-3) and stem cell factor (SCF)

Are generally larger 
and have more clusters 
in cord blood than 
in bone marrow or 
(mobilized) peripheral 
blood

cfu-e 
(colony-forming  
unit-erythroid)

•	 A colony containing 8 – 200 erythroblasts in one to two small 
clusters

•	 Appears red or brown as the cells are hemoglobinized

•	 Difficult to distinguish individual cells within the colony

•	 Develops in medium that contains EPO

More frequent in 
bone marrow than 
in umbilical cord 
blood and (mobilized) 
peripheral blood

10X objective

10X objective

10X objective

4X objective 10X objective

4X objective

Identification	of	Colonies	Derived	from

Human Hematopoietic Progenitors

4X objective

4X objective 10X objective

4X objective

4X objective 10X objective

10X objective

10X objective

Human Methocult™ formulations 

other equipment required to Perform colony Assays

ProDuct DescriPtion cAtAlog # QuAntitY APPlicAtions

iscove’s Modified Dulbecco’s 
Medium (iMDM) with 2% fetal 
Bovine serum

07700 100 mL •	 Washing hematopoietic cells

Blunt-end needles
28110 100 •	 Aliquoting MethoCult™ and plating cultures

•	 Recommended for prevention of needle-stick injuries28120 2000

3 cc syringe

28230 30
•	 Aliquoting MethoCult™ and plating cultures

•	 Syringes and blunt-end needles are recommended when dispensing MethoCult™

•	 The semi-solid medium will stick to the inside of a standard pipette, resulting in a less 
accurate volume

28240 100

35 mm dishes for culture  
in Methocult™

27100 10
•	 Optimal colony growth without supporting adherent cells

27150 500

60 mm gridded scoring dishes 27500 5

•	 A 35 mm culture dish fits inside the 60 mm gridded scoring dish, which is a standard 
size for most microscope stages

•	 Allows for reproducible and accurate scoring of colonies by ensuring areas of the dish 
are not counted more than once or not missed

A high quality inverted microscope with 2X, 4X and 10X planar objectives, a stage holder for a 60 mm gridded dish and a blue filter are required.
A differential counter allows colonies of different lineages to be counted at the same time.

ProDuct nAMe cAtAlog # forMAt Progenitors 
DetecteD

scf, gM-
csf, il-3 g-csf il-6 ePo

Methocult™ H4034 
optimum

04034 100 mL CFU-E, BFU-E,  
CFU-GM, CFU-GEMM

• • •
04044 24 x 3 mL

Methocult™ H4035 
optimum without ePo

04035 100 mL
CFU-GM • •

04045 24 x 3 mL

Methocult™ H4434 classic
04434 100 mL CFU-E, BFU-E,  

CFU-GM, CFU-GEMM
• •

04444 24 x 3 mL

Methocult™ H4534 classic 
without ePo

04534 100 mL
CFU-GM •

04544 24 x 3 mL

Methocult™ H4435 enriched
04435 100 mL CFU-E, BFU-E,  

CFU-GM, CFU-GEMM
• • • •

04445 24 x 3 mL

Methocult™ H4535 enriched 
without ePo

04535 100 mL
CFU-GM • • •

04545 24 x 3 mL

Other	MethoCult™	formulations,	including	serum-free	formulations	and	formulations	that	allow	the	addition	of	cytokines,	are	available.		
Visit	our	website	at	www.stemcell.com	for	more	information.

Scientists	Helping	ScientistsTM	 	 | 	 	WWW.STEMCELL .COM

the Hematopoietic Hierarchy

Representation of production of mature end cells from stem and progenitor cells.

*The colony-forming unit-megakaryocyte (CFU-Mk) is detected using collagen-based MegaCult™-C medium

Repopulating 
Stem Cell CFU-GEMM

BFU-E

CFU-GM

CFU-E

CFU-Mk

CFU-G

CFU-M

Erythrocyte

Megakaryocyte* 
Platelets

Granulocyte

Monocyte
Macrophage

Stem Cells Committed Progenitors End Cells

Self-Renewal

Multi-Potential 
Progenitors

Precursor Cells

A variety of resources are available on our website, including colony identification tutorials and an instructional 
video for setting up the CFC assay. Visit www.stemcell.com/humancfcwallchart to learn more.

Prepare cells 
according to 
your institution’s 
protocols. 

Adjust cell 
concentration in 
Iscove’s MDM + 
2% FBS.

Add cells to 
MethoCultTM. 

Plate and incubate. 

Count colonies. 

Human Hematopoietic Progenitor Wallchart
Request a free copy at 
www.stemcell.com/humanCFUwallchart

Mouse Hematopoietic Progenitor Wallchart
Request a free copy at 
www.stemcell.com/mouseCFUwallchart


